In vitro biocompatibility testing of biomaterials and medical devices.
Biomaterials used for medical devices must be thoroughly tested according to ISO 10993 before their introduction so that any negative effects on the body are known about and prevented. By using in vitro laboratory tests, dangers for patients and unnecessary animal experiments can be avoided. Here, in vitro tests for cell compatibility (cytotoxicity) and blood compatibility (haemocompatibility) are described.